Background: Accurate interindividual comparability of deep brain stimulation (DBS) lead locations in relation to the surrounding anatomical structures is of eminent importance to define and understand effective stimulation areas. The objective of the current work is to compare the accuracy of the DBS lead localisation relative to the STN in native space with four recently developed three-dimensional subcortical brain atlases in the MNI template space. Accuracy is reviewed by anatomical and volumetric analysis as well as intraoperative electrophysiological data. Methods: Postoperative lead localisations of 10 patients (19 hemispheres) were analysed in each individual patient based on Brainlab software (native space) and after normalisation into the MNI space and application of 4 different human brain atlases using Lead-DBS toolbox within Matlab (template space). Each patient`s STN was manually segmented and the relation between the reconstructed lead and the STN was compared to the 4 atlas -based STN models by applying the Dice coefficient. The length of intraoperative ACCEPTED MANUSCRIPT A C C E P T E D M A N U S C R I P T 2 electrophysiological STN activity along different microelectrode recording tracks was measured and compared to reconstructions in native and template space. Descriptive nonparametric statistical tests were used to calculate differences between the 4 different atlases. Results: The mean STN volume of the study cohort was 153.3 ± 40.3 mm3 (n = 19). This is similar to the STN volume of the DISTAL atlas (166 mm3; p= 0.22), but significantly larger compared to the other atlases tested in this study. The anatomical overlap of the lead-STNreconstruction was highest for the DISTAL atlas (0.56 ± 0.18) and lowest for the PD25 atlas (0.34 ± 0.17). A total number of 47 MER trajectories through the STN were analysed. There was a statistically significant discrepancy of the electrophysiogical STN activity compared to the reconstructed STN of all four atlases (p < 0.0001). Conclusion: Lead reconstruction after normalisation into the MNI template space and application of four different atlases led to different results in terms of the DBS lead position relative to the STN. Based on electrophysiological and imaging data, the DISTAL atlas led to the most accurate display of the reconstructed DBS lead relative to the DISTAL-based STN.
Introduction
Deep Brain Stimulation (DBS) is a surgical treatment option to alleviate symptoms of movement disorders such as Parkinson`s Disease (PD) (Deuschl et al., 2006; Schuepbach et al., 2013) . Different subcortical targets within the basal ganglia and thalamus are typically chosen for DBS lead placement. For instance, the Subthalamic Nucleus (STN) is a common target for DBS of PD. Evidence suggests accurate lead placement to be of paramount importance for postoperative outcome (Welter et al., 2014; Wodarg et al., 2012) . Therefore, exact localisation of the DBS lead within the target and in relationship to surrounding anatomical structures may be helpful to analyse the underlying reason for poor stimulation efficacy. Moreover, with advanced lead design offering directional stimulation and current steering, programming can be adjusted according to the DBS lead location and the intended target structure to minimize stimulation induced side-effects (Pollo et al., 2014; Tinkhauser et al., 2018) . Apart from DBS lead localisation in an individual patient (native space), comparison of DBS lead positions across subjects is an important and powerful tool for scientific approaches, e.g., to define efficacious stimulation areas ("sweet spots") within well-known target structures (Accolla et al., 2016; Akram et al., 2017) .
The undertaking of comparing anatomical data across subjects is challenging because of anatomical heterogeneity. Both position and sizes of anatomical structures in one brain must correspond to positions and sizes in another to make meaningful comparisons (Brett et al., A C C E P T E D M A N U S C R I P T 2002) . With advances in imaging technologies and deformable registration algorithms, projection of DBS leads onto three-dimensional subcortical atlases has been established more recently to compare DBS lead locations of different subjects (Cheung et al., 2014; Welter et al., 2014) . The basic underlying workflow usually consists of registering brains of individuals to a common template by applying non-rigid, deformable registration algorithms (normalisation into template space) (Klein et al., 2009) . Currently, the MNI152 (Montreal Neurological Institute) space, which is based on anatomical high-resolution images of 152 subjects, is broadly used as a template space. Implementation of brain-atlases into the template space then enables further anatomical analyses and comparison of interindividual data. Today, many different atlases that have been defined on the basis of magnetic resonance imaging (MRI) and/ or histology are available (Chakravarty et al., 2006; Welter et al., 2014; Xiao et al., 2015; Yelnik et al., 2007) . A major drawback of many atlases is that their spatial definition of anatomical structures does not correspond inherently to the MNI template (summarised in Ewert et al. (Ewert et al., 2017) ). However, this is a crucial step for the analysis of lead locations in the context of surrounding structures. Inaccurate registrations will ultimately lead to wrong conclusions about DBS lead placements and the stimulated structures and can therefore render group comparisons erroneous. Another drawback is that most atlases are based on young and healthy individuals, whereas the study groups of interest in the field of DBS are usually old and their brains atrophic (Dalaker et al., 2011) . To overcome these limitations, different groups have recently presented atlases that match the MNI space or which are based on PD patients instead of healthy subjects (Ewert et al., 2017; Pauli et al., 2017; Wang et al., 2016; Xiao et al., 2015) .
The objective of the current work is to compare the accuracy of the DBS lead location relative to the STN in native space with four recently developed three-dimensional subcortical brain atlases in the MNI space. Accuracy is reviewed by anatomical and volumetric analysis as well as intraoperative electrophysiological data.
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Material and Methods

Patients
We retrospectively analysed 24 patients undergoing DBS lead implantation into the STN for advanced PD between October 2015 and April 2017 at our department. Inclusion criteria were age older than 18 years, availability of intraoperative electrophysiological testing results by specialized movement disorder neurologists, microelectrode recording results available along at least two parallel trajectories of each patient's hemisphere. All patients provided written prior consent for the procedure. The study was approved by the institutional review board.
Operative procedure
For detailed description of our targeting approach and operative procedure we refer to previously published reports of our group (Nowacki et al., 2017) . In summary, each patient underwent preoperative MRI to target the STN. Imaging was performed with a 12-channel head coil for signal reception on a 3 T MRI system (MAGNETOM Trio™ Tim, Siemens, Germany). Imaging included T2-weighted sequences with an echo time of 380 ms, a repetition time of 3000 ms and a slice thickness of 1 mm. Targets and trajectories were identified using Brainlab Elements software (Brainlab AG, Germany). On the day of surgery a Leksell G frame (Elekta instruments, Sweden) was placed and a high-resolution, stereotactic CT scan was performed and co-registered with the preoperative MRI (Brainlab AG, Germany).
Intraoperative microelectrode recording (MER) was performed as described previously. Here, recording was performed on two to three parallel trajectories. From 10 mm to 5 mm above the target, electrophysiological activity was recorded in 1 mm-steps and from 5 mm above the target in 0.5 mm-steps. Electrophysiological activity was evaluated by a simple grading system, '+' for little activity to '+++' for strong activity, to determine entry and exit of the STN ( Figure 1 ). This grading was done live intraoperatively by an experienced rater and not adhoc nor in a blinded fashion.
Postoperative high-resolution CT was performed for assessment of correct electrode placement on the day after surgery. (Horn and Kuhn, 2015) . Preoperative MRI and postoperative CT were co-registered using SPM12 and Advanced Normalization Tools (Avants et al., 2008) .
Postoperative DBS lead location
Normalization to the MNI 152 2009b space (Montreal Neurological Institute) was also performed by applying Advanced Normalization Tools. The algorithm's accuracy and effectiveness were evaluated elsewhere (Klein et al., 2009 ). The lead was then automatically pre-localised on CT images with PaCER and manually adjusted, if the automatic localisation did not match the CT artefact (typical adjustments of less than half of the lead's diameter or 0.65 mm) (Husch et al., 2018) . Lead-DBS provided a three-dimensional display of nuclei according to a selected atlas. Four atlases were evaluated: the DISTAL atlas combining MRI from the 2009b MNI152 template (normative young adult population), histology and structural connectivity data (Ewert et al., 2017) ; the CIT168 atlas derived from data of the Human Connectome Project based on 168 young adult subjects between the age of 22 and 35 (Pauli et al., 2017) ; the Wang atlas based on high-resolution 7 T MR scans of twelve healthy subjects; and the PD25 atlas derived from 3 T MRI scans of 25 Parkinson's disease patients (Xiao et al., 2015) . Our rationale behind the selection of these four atlases was to cover a broad spectrum of modalities, e.g., different MRI data, histology and subject groups.
Anatomical comparison of STN in native and template space
To assess the accuracy of the four different brain atlases, we compared each patient`s individual STN anatomy based on the hypointense T2-artefact on their MRI and the postoperative DBS lead location (native space) with the reconstructed DBS lead and STN according to the four brain atlases after normalisation to the MNI space (template space).
Furthermore, we compared the volumes of each patient`s individually segmented STN (left and right) according to the MRI-based T2 artefact and the atlas-based STN volume (supplementary figure 1). In Lead-DBS, the segmented STNs according to the four atlases were exported and then analysed in Matlab 2016b to compute the volume.
The Dice coefficient was applied as a measure of the degree of similarity between the native space STN and the atlas-based STN. It was calculated according to Eq. (1), where A and B are the STN volumes in native and template space, respectively.
STN MER-MRI trajectory length comparison
One further pertinent way to assess the accuracy of the reconstructed DBS lead relative to STN anatomy was to compare the position of the DBS lead with intraoperative MER results.
Therefore, we determined the length of electrophysiological STN activity along the two to If no electrophysiological activity was recorded for a given trajectory, S MER was set to zero.
Similarly, if the image-or atlas-based trajectory was projected outside the STN, S MRI/atlas was set to zero for that trajectory. 
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Statistical analysis
For both anatomical and trajectory length comparisons, measurements were done separately for the left and right hemispheres to account for asymmetries. Finally, data were then analysed together with descriptive/nonparametric statistics using Prism software (GraphPad Prism 6, USA). One-way ANOVA (Friedman test) was applied to test for statistical differences between the image-based and electrophysiological-based STN lengths. Post-hoc analysis was performed by Dunn`s multiple comparisons test. A P-value less than 0.05 was considered statistically significant.
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Results
According to our inclusion criteria we included a total number of ten patients (19 hemispheres) in the final analysis. Altogether, a total number of 47 MER trajectories through the STN were analysed (cf. Table I, The Dice coefficient of the native space STN volume compared to each of the different atlasbased STN was determined in each patient`s hemisphere. The overlap was highest for the DISTAL atlas (0.56 ± 0.18). Less similar results were found for the CIT atlas (0.50 ± 0.15).
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STN MER-MRI trajectory comparison in native space and template space
Based on all three trajectories, there was no significant difference between ΔS in native space, however there was a statistically significant difference of ΔS for all four atlases (p < 0.0001). The mean differences (ΔS) between the reconstructed CIT atlas-based STN length and MER-based STN length was -0.93 ± 1.50 mm for the central trajectory, -1.13 ± 1.99 mm for the medial and -2.67 ± 2.21 mm for the lateral trajectory.
The mean differences (ΔS) between the reconstructed Wang atlas-based STN length and MER-based STN length was -2.42 ± 1.98 mm for the central trajectory, -0.7 ± 2.56 mm for the medial and -2.71 ± 2.28 mm for the lateral trajectory.
The mean differences (ΔS) between the reconstructed PD25 atlas-based STN length and MER-based STN length was -1.62 ± 1.90 mm for the central trajectory, -1.45 ± 2.38 mm for the medial and -2.94 ± 2.05 mm for the lateral trajectory.
These difference calculations were repeated in native space by transforming the four atlases from MNI space to native patient space. There we also observed the smallest differences for the DISTAL atlas (supplementary figure 2) .
A C C E P T E D M A N U S C R I P T Discussion
Our study results show that lead reconstruction after normalisation into the MNI template stimulation. Importantly, given the fact that the target structures for DBS are usually small in size with only a few millimetres of diameter, accurate DBS lead reconstruction is crucial when it comes to comparison of DBS lead placements across subjects to infer optimal stimulation sites . Three-dimensional subcortical human brain atlases (Cheung et al., 2014; Welter et al., 2014) in conjunction with computational models of volume of tissue activated or fibre tractography are helpful tools to address these questions (Gunalan et al., 2018) . Different subcortical atlases have been developed to enable microstructural analysis of brain anatomy. Some atlases are based on histologic data of single or multiple brains, while others are defined solely through MRI data. Some more recent atlases, such as the DISTAL atlas studied herein, combine several modalities to improve accuracy (Ewert et al., 2018) .
From each patient's data set, we concluded that the DBS lead artefact on postoperative CT reflected the actual lead position within the STN reliably as we found no difference between the reconstructed image-based trajectories through the STN and their corresponding electrophysiological activity. This is in line with previous work by our and other groups (Hamani et al., 2005; Kocabicak et al., 2013; Nowacki et al., 2017; Schlaier et al., 2011) . Comparison between atlas-based reconstructed MER trajectories through the STN showed significant differences compared to the electrophysiological activity. However, the degree of discrepancy between imaging and electrophysiological data was considerably different between the four atlases tested. Whereas there was a good correspondence of electrophysiological activity and the reconstructed MER trajectory through the STN of the DISTAL and CIT atlases along the central trajectory, there was a low correspondence in case of the Wang and PD25 atlas along each of the tested trajectories. It is important to note that, frequently, lateral trajectories were displayed outside the DISTAL and CIT atlas STN, while there was marked electrophysiological activity leading to negative ΔS-values. On the other hand, medial trajectories were displayed within the STN even though no electrophysiological activity was measured. It highlights the tendency of a lateral shift of the reconstructed DBS lead relative to all four atlas-based STN. This shift might be due to the normalisation algorithm, specifically as the algorithm transforms brain images of Parkinson's disease patientswhich typically show ventricular enlargement but smaller basal ganglia structures than normal controlsto the MNI template brain (Geng et al., 2006) . This warrants further investigation in order to adapt the normalisation algorithm for DBS research.
Our data further showed that the DISTAL atlas-based STN volume corresponded well to the mean STN volume in our cohort of patients. Application of the other atlases led to an underestimation of the STN volume, despite the fact that the volume of the MNI template brain tends to be larger than the average human brain . Similarity analysis revealed the best correspondence between the STN shape of the DISTAL atlas compared to each patient`s individual STN. Poor anatomical overlap was found between the Wang and PD25 atlas STN and our cohort of patients.
Our study has some limitations. First, our relatively small sample size of ten patients that we have included in the final analysis prevents generalizing our findings to a broader population.
Second, we only analysed four different atlases. Literature now abounds with different subcortical brain atlases. Analysing all of them was beyond the scope of this study. We focused on the four presented atlases here to compare and contrast the multimodality of the DISTAL atlas, the high resolution and high subject count (168) have been proposed to display the STN, such as susceptibility weighted sequences or fluid attenuated inversion recovery sequences (Chandran et al., 2016; Heo et al., 2015; Senova et al., 2016) . Furthermore, delineation of the STN borders by imaging is not always clear, which has been described previously by our and other groups (Nowacki et al., 2017; Starr et al., 2002) . Especially the anterior-posterior axis of the STN was found to be prone to MRI distortions (Sumanaweera et al., 1994) . Similarly, delineation of the STN with electrophysiological data was rated live intraoperatively by a single experienced rater and not in a blinded retrospective fashion with multiple raters or with an automised algorithm (Zaidel et al., 2010) . Fourth, our analysis focused on STN length and did not study entry and exit points in detail that could be prone to error by different lead localization algorithms and manual corrections. Finally, we relied on previous evaluation of registration and normalization algorithms 15 , but we think that further improvements in this domain may be warranted. Furthermore, we performed an early post-operative CT scan as 
Conclusions
Normalisation of individual MRI data into the MNI template space and application of different three-dimensional subcortical atlases inevitably led to distortions of the reconstructed lead in relation to the STN. Of the four different atlases tested in this work, the DISTAL atlas leads to
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13 the most accurate results. However, results must be cautiously interpreted as there seems to be a lateral shift of the reconstructed DBS lead relative to the STN.
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